Rapidpoint Coagulation Training Checklist

· Rapidpoint Coagulation System

· System Components-Rapidpoint Coag and Accent (if applicable)

· System Optics

· Battery Life – 8 to 12 Hours

· Software Organization

· Sample Handling – All types

· Fresh whole blood that is tested immediately

· Proper fingerstick procedure - wipe first drop

· Sample size - 35 uL

· Materials and Reagents

· Test Cards - Storage requirements - temperature and sealed -vs- open

· Electronic Quality Control (EQC)- Storage

· Liquid QC, Levels 1 and 2, Storage 

· Calibration – Done At Pharmanetics-Self  Test @ StartUp

· Operator ID - Last 4 digits of SS# (example)

· Quality Control - Timing, Testing and Documentation

· Correct Sample type

· EQC - Daily q 8 hours.

· Liquid - Each new box or lot # or at least once/week

· Corrective Action - out of range results

· QC Lockout Settings for Liquid and Electronic

· Patient Testing

· Testing procedure

· Patient ID number 

· Questionable results?

· Reporting Results

· Document name, ID, results (Seconds and/or INR {if PT test is performed}), Collector Information and Instrument Serial number on log board/sheet.

· Interfering Substances and Limitations

· Interference by heparin
· PH changes in sample
· Prolonged warming of test card

· Exposure of test card to magnetic objects or fields

Name: ______________________________



Date: ______________________________

Trainer: ______________________________

